INTRODUCTION
The mission of the U.S. Department of Energy/National Nuclear Security Administration's (DOE/NNSA's) Office of the Second Line of Defense (SLD) is to strengthen the capability of foreign governments to deter, detect, and interdict the illicit trafficking of special nuclear and other radioactive materials across international borders and through the global maritime shipping system. The goal of this mission is to reduce the probability of these materials being fashioned into a weapon of mass destruction or radiological dispersal device that could be used against the United States or its international partners. This goal is achieved primarily through the installation and operation of radiation detection equipment at border crossings, airports, seaports, and other strategic locations around the world. In order to effectively detect the movement of radioactive material, the response of these radiation detectors to various materials in various configurations must be well characterized. Oak Ridge National Laboratory (ORNL) investigated two aspects of Radiation Portal Monitor (RPM) settings, based on a preliminary investigation done by the Los Alamos National Laboratory (LANL): source-to-detector distance effect on amplifier gain and optimized discriminator settings. This report discusses this investigation.
BACKGROUND
Special nuclear and other radioactive materials emit various radiation particles. Specifically, these materials emit gamma rays and/or neutrons that can be detected to determine the presence of radioactive material and, in some cases, used to identify the specific type of material. Polyvinyl toluene (PVT) and polystyrene (PS) are two types of plastic scintillator detectors used to detect gamma radiation in RPMs used by SLD.
Scintillation detectors scintillate, or emit light in the form of photons, when excited by ionizing radiation. Gamma rays are a type of ionizing radiation emitted by radioactive isotopes, the materials of interest. When a gamma ray from a radioactive isotope hits the scintillation material (in this case plastic), it excites the atoms by knocking electrons into different orbitals. As those atoms de-excite, and the electrons fall back into the correct orbitals, light is emitted. This light is then converted into a voltage pulse whose magnitude is proportional to the amount of energy deposited by the incident gamma ray that hit the scintillator. The detection of this visible light, therefore, is indicative of the presence of ionizing radiation.
The conversion of light into a voltage pulse is performed through a series of steps. The light in the scintillator is reflected into a photomultiplier tube (PMT) whose surface is coated with a photo-emitter with less work potential, known as a photocathode. When a scintillation photon strikes the photocathode, an electron is emitted. The electron is then accelerated towards an electrode, specifically called a dynode, with an increased positive potential. When the electron hits the dynode, additional secondary electrons are released, which accelerate towards a second dynode. This prolific process, known as avalanching, continues until the electrons hit the last dynode in the PMT and there are enough to send a voltage pulse across external resistors. This pulse is amplified and counted by the detector.
Because the pulse height is proportional to the amount of energy deposited by the incident gamma ray, it is possible to separate and collect each pulse, by pulse height, producing an energy spectrum. Although it would be ideal to capture the full energy photopeak, thereby allowing identification of the emitting material, it is not feasible using plastic scintillators. Instead, the part of the energy spectrum seen is referred to as the Compton continuum, the lower energy region caused by photon scattering, and partial energy deposition, in the scintillator.
An example of the measured spectrum, from a Multi-Channel Analyzer (MCA), for a 137 Cs source is shown in Fig. 1 Cs, in a particular channel specified by the manufacturer. This alignment ensures the correct gain settings for the monitor and encourages optimal detector response. The alignment process for monitors in the SLD program typically involves the use of an oscilloscope to set the Compton maximum to 0.75 ± 0.05 V in the first stage and 2.0 ± 0.1 V in the second stage. Recently, MCAs have been used to record the energy spectrum for various measurements to better understand the effects of gain changes on detector response. The alignment procedure using an MCA, initially authored by ORNL, is referenced at the end of this document. MCA spectra were recorded for a highly enriched uranium (HEU) source at 2 meters from the detector, at 1 meter from the detector, and on contact with the detector. The gain was then shifted in small increments, and the measurements were repeated. Background spectra were collected for each gain shift as well as spectra for a 137 Cs source on contact with the detector. The gain shifts will be identified throughout this document by the channel position of the Compton Maximum in each spectrum. The spectra were then analyzed to better understand the relationship between the source-detector spacing and gain change. The measurements and results are the focus of this paper.
A 137 Cs spectrum was collected using the MCA. The Compton maximum was recorded and the spectrum was saved. An HEU source was then place 1.1 m away from the center of the plastic slab. The energy spectrum was then collected and saved. The counts were integrated based on the discriminator settings to get a total count rate. Background was subtracted to get the net counts in the appropriate window. The net count rate was divided by the square root of the background to get the figure of merit. This figure of merit was then plotted as a function of the Compton maximum channel number. This was then repeated for the source directly against the detector.
SETUP
A PVT plastic scintillator from an SLD RPM was used for this test. The specifications for this detector are listed in Table 1 . The detector setup included the standard side and back lead shielding. The center of the detector was 135 cm above the floor. The spectra were collected and recorded using an Amptek Pocket MCA. The specifications for the MCA are listed in Table 2 . Cs and HEU were used for the following measurements. Source specifications are given in Table 3 . 
MEASUREMENTS
To begin the measurements, a 137 Cs source was placed against the center of the detector on the yellow dot provided by the manufacturer. Test probes attached to the second-stage test pin (TP6) and ground (TP32) were input into the MCA receptacle. A 600 second spectrum was recorded, and the Compton Maximum was noted. The source was removed, and a 600 second background spectrum was recorded.
A HEU source was then placed on contact at the center of the scintillator. A 100 second spectrum was collected. The source was then removed and placed at 1 meter away from the face of the scintillator. A 600 second spectrum was recorded. The source was again removed and placed at 2 meters away from the face of the detector. A longer 900 second spectrum was collected for this scenario to increase counting statistics.
The 137 Cs was then placed against the center of the detector on the yellow dot provided by the manufacturer. The gain was adjusted by turning the potentiometer. The measurements were repeated such that there were five spectra recorded for each gain setting. Table 4 lists the Compton Maximums for each set of measurements.
The HEU measurements on contact, at 1 meter, and at 2 meters were then repeated for each new Compton Maximum position. 
ANALYSIS
After the spectra were collected, the raw data, namely, the counts per channel, were exported to an excel spreadsheet. The background was then subtracted from the HEU measurements, yielding the net counts per channel for each measurement distance at the various gains.
The upper and lower level discriminators are set to 0.455 and 0.069 V, respectively, and thus are not affected by changes in the gain. For example, the gain may drift over time shifting the spectra; however, the discriminators are fixed at 0.455 and 0.069 V, unless the changes are keyed into the single channel analyzer SCA controller. Based on 512 channels and 5 V, these discriminators correlate to channels 46 and 8, respectively. This is under the assumption that the MCA is linear.
By summing the net counts in the channels between 8 and 46, inclusive, a total net count was calculated. By dividing this number by the count time, a total net count rate, S, was determined. The total net count rate, S, was calculated for each source position at each gain setting. These values are listed in Table 5 . Figure 2 shows the total net count rate, S, for the HEU source on contact, at 1 meter, and at 2 meters away from the face of the detector. Note that the primary axis (left-hand side) correlates to the "on contact" data, while the secondary axis (right-hand side) correlates to the 1 and 2 meter data. Additionally, the total background count rate, B, and the square root of B, were computed for each gain setting. These values are given Table 6 . Figure 3 shows the background data plotted as a function of the position of the 137 Cs Compton
Maximum. The rise in background seen in the plot is a result of noise being "pushed" into the region of interest (above the lower level discriminator (LLD)). 
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A common figure of merit, S/√B, was then determined. The normalized values are given in Table 7 for each measurement scenario. These values are also plotted in Fig. 4 . Figure 4 shows the figure of merit, S/√B, for the HEU source on contact, at 1 meter, and at 2 meters away from the face of the detector. The response for all three measurement distances is as expected. As the gain increases in the beginning, the figure of merit increases, because more of the HEU signal is being "pushed" into the region of interest above the LLD, without "pushing" the upper end of the signal beyond the upper level discriminator (ULD). However, it is also apparent that at some point the figure of merit begins decreasing. This is due to the fact that the HEU signal is now being pushed above the ULD. These effects can be seen in Fig. 5 , which shows the MCA spectra for various gains. From Fig. 4 , it is obvious that the value of S/√B changes with changing gain; however, this is assuming the discriminator settings are not adjusted to account for the new position of the Compton continuum. If the discriminator settings were adjusting accordingly, we expect the figure of merit curve to be constant for a wide range of gains. In order to verify this, a new set of discriminators was determined and applied to the previously recorded measurements. The results are discussed below.
When originally aligning the monitor, an oscilloscope was used to set the upper edge of the brightest band (for simplicity, this will be referred to as the Upper Edge) to 2 V. In the MCA, 2 V corresponds to channel 204 (based on 5 V, 512 channels, and assuming the MCA is linear). After setting the Upper Edge to 2 V, an MCA spectrum was collected. The position of the Compton maximum was noted at channel 147. The number of counts in channel 147 was also recorded. Based on the previously stated assumptions, the Upper Edge should then be located at channel 204. The number of counts for this channel was recorded. Based on these values, it was determined that the Upper Edge was located at approximately 28% of the height of that of the Compton Maximum. The counts in the Compton Maximum channel for the gains discussed in the previous section were recorded. Based on the assumption that the Upper Edge is at approximately 28% of the Compton Maximum, the count rates and thus corresponding channel numbers were determined. The results are given in Table 8 . For a number of the measurements where the gains were very high, the Compton Maximum was pushed too far and the high-energy tail was buried in noise; The Upper Edge channel could not be determined.
If the Upper Edge is assumed to be close to the Compton Edge, we can assume the energy of the edge is approximately 480 keV. Based on the original alignment, where the Compton Maximum was at channel 147 and the Upper Edge is at channel 204, it follows that there are 2.3 keV per channel. Using this value, the approximate energies of the LLD and the ULD were determined to be 16.6 keV and 109.6 keV. Using the determined Upper Edge channel number, and again assuming an edge energy of 480 keV, the number of keV per channel was calculated for each gain scenario. This was then extended to determine the appropriate position of the LLD and the ULD. These calculated values are also shown in Table 8 . These newly determined discriminators were then applied as done in the previous section of this report. Figure 6 shows the figure of merit plot for the newly adjusted discriminators. Again, new discriminators for the high gain scenarios could not be determined. The figure of merit (with adjusted discriminators) plot shows a flatter profile for all source to detector distances in comparison to the figure of merit (with fixed discriminators) plot in Fig. 4 .
Although Fig. 4 implies that additional sensitivity could be achieved with a higher gain setting, Fig. 6 shows that those potential gains are effectively erased when one considers appropriately adjusting the discriminators. ORNL does not consider the 4-5% gain in sensitivity shown in Fig. 6 to be worth the administrative cost of changing program settings.
Additionally, the figure of merit was computed as a function of ULD position. Figure 7 shows the figure of merit as the ULD was increased. Currently, the ULD is set at approximately channel 46. 
CONCLUSIONS
A number of conclusions can be drawn from the ORNL testing. First, for increased distance between the source and the detector, thus illuminating the entire detector rather than just the center of the detector (as is done during detector alignments), an increase in gain may provide a 5-15% increase in sensitivity (Fig. 4) . However, increasing the gain without adjusting the discriminator settings is not recommended as this makes the monitor more sensitive to electronic noise and temperature-induced fluctuations. Furthermore, if the discriminators are adjusted in relation to the increase in gain, thus appropriately discriminating against electronic noise, the sensitivity gains are less than 5% (Fig. 6 ). ORNL does not consider this slight increase in sensitivity to be a worthwhile pursuit.
Second, increasing the ULD will increase sensitivity a few percent (Fig. 7) ; however, it is not clear that the slight increase in sensitivity is worth the effort required to make the change (e.g., 
